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Figure 1. Type 1680-A Automatic Capacitance Bridge Assembly. 



THE AUTOMATIC CAPACITANCE BRIDGE 




The ideal measuring instrument is 
one that requires only that the un¬ 
known be connetded to its terminals 
and whieh thereupon indicates the 
measiu'ed value, with not so much as a 
single control being manipulated. A 
few such automatic instruments have 
been developed; many more are sure to 
come. General Radio’s first entry in 
a projected series of automatic digital 
instruments is the Type I(i80-A Auto¬ 
matic Capacitance Bridge, which se¬ 
lects range, balances capacitance and 
loss simultaneously, generates coded 
digital output data, and displays the 
measured values, complete wdth deci¬ 
mal points and units, on illuminated 
indicators — all in a half second or so. 
This new’ bridge not only permits a 
dramatic spi»ediip in the measurement 
^ of capacitors, but also couples easily 
into systems for autoimitic, error-free 
recording of data. 


The exceptional speed and self-bal¬ 
ancing capability of the automatic 
bridge are not bought at the expense 
of accuracy or capacitiince range. Basic 
accuracy is ihO.1%, and the'• capaci¬ 
tance range for useful measurements is 
1 picofarad to 1000 microfarads (see 
Specifications). Dissipation-factor range 
Is 0.0001 to 1.0, and the bridge also 
measures parallel conductance from 
0.1 nanomho to 1 mho. 

HOW IT WORKS 

The bridge circuit is a tran.sformer 
ratio-arm bridge, in w’hich balance is 
achieved by the adjustment of the 
voltage impressed on the standard ca¬ 
pacitor. The method by whh^h this 
voltage Is automatically adjusted to 
produce balance is show’n in Figure 2. 
Any unbalance current from the bridge 
is separated into real and imaginary 
components by two phase-sensitive de- 


3 




lET LABS, INC in the GenRad tradition 




lET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800) 899-8438 • FAX: (516) 334-5988 






Figur* 2. Elementory block dia¬ 
gram of tho aufomafic bridge. 



lectors. The dc output from each de¬ 
tector controls the direction in which 
a reversible counting decade counts 
pulses derived from the bridge genera¬ 
tor. If, for instance, the capacitance 
value indicated by the counting decade 
is too high, the dc output from the 
phase detector will cause counts to be 
subtracted from the decade. The coded 
output of each counting decade is, in 
turn, fed back through a digital-to- 
analog converter to change the voltage 
on the bridge standard until balance 
is reached. 

To minimize balancing time, as well 
as to afford the greatest versatility of 
operation, four operating modes are 
provided. The optimum mode depends 
on the kind of measurements being 
made and on how much each compo¬ 
nent differs in value from the next. 

In the tw'o fast modes, the initial 
value is set to 02000, and the pulses 
are counted first in the most significant 
digit until it is balanced, then in the 
next most significant, and so on until 
the least significant digit is balanced. 
The balance speed in these modes is 
essentially independent of the value of 
the unknown. 

The AUTOMATIC RANGE mode is used 
for highest-resolution measurements of 
capacitors that v^ary widely in value 
from one to the next. For such measure¬ 


ments, this is the fastest mode. The 
bridge quickly selects the right range 
and the balance sequence starts at the 
most significant digit and works to 
the least. 

The HOLD RANGE mode is identical to 
the AUTOMATIC RANGE mode except 
that the bridge will not shift to a lower 
range and thus displays a series of 
measured values in a form for easy 
comparison. Operating in this mode, ^ 
the bridge would not, for instance, indi¬ 
cate two successive measurements as 
1263.1 nF and 13.107 nF. Instead, the 
second measurement would be made on 
the same range as the first, for a read¬ 
ing of 0013.1 nF. Although the bridge 
will not change to a lower range, it will 
go to a higher one, .so that a correct an¬ 
swer will always be indicated. 

In the two continuous modes, the 
pulse count starts at the least signif¬ 
icant digit of the counter, so that bal¬ 
ance time depends on the difference 



Cx 


Figure 3. SimpliHed schematic diagram of trant< 
former ratio-arm bridge. 
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^ between the last value measured and 
the true value of the unknown. 

In the continuous-tracking (thack 
coNT) mode, the balance l)egins at the 
previous measured value and proceeds 
from the least significant figure to the 
mo.st, as with a conventional counter. 
The bridge then follows changes in ca- 
pacitanc.e as they occur, always indi¬ 
cating the current capacitance value. 
This mode is used if the application in¬ 
volves small changes in the capacitance 
being measured, as, for instance, in 
temperature-coettieient testing. 

In the TRACK SAMPLED mode, the 
Ijridge, instead of automatically follow¬ 
ing changes in capacitance, makes 
measurements only on command of the 
operator. Balance starts at the previ¬ 
ous value and proceeds from the least 
.significant figure to the most, and this 
^ mode is thus especially useful in the 
testing of many capacitors of the same 
nominal value. 

The Transformer Ratio-Arm Bridge 

The transformer ratio-arm l)ridge 
(see Figure 3) has enjoyed recent favor 
in commercial designs and is used in 
the most accurate capacitance bridges 
available today.’ Fhe chief u< I vantage 
of this type of bridge is that a precisely 
known turns ratio can be used to ex- 
tenfl the usefulness of a .single high- 
precision standard component over a 
very wide range. This turns ratio, 
moreover, is unaffected by ag(*, tem¬ 
perature, or voltage variation. 

To balance the bridge, the voltage 
on the standard capacitor is adjusted 
so that the current through the stand- 
^ nrd arms eaiuals the current (lowing 
through the unknown arm. Fnder this 
condition, the detector current is zero 


and the detect,or indicates a null. At 
balance, therefore: 

EtjuiCt — EtfuiC, 

or 


The ratio transformer in the Type 
I(580-A Bridge is a high-permeability 
toroid with 1-, 10-, 100-. and lOOO-turn 
windings. The internal standards, which 
basically determine the accuracy and 
stability of any bridge, are a 0.1 -mF 
polystyrene and silvered-mica capaci¬ 
tor, with a temperature coefficient of 
only a few parts per mil lion/®C, for 
capacitance measurements at I kc/s 
and 4(K) c/s; a 1 -mF precision polysty¬ 
rene capaedtor for 120-cycle capaci¬ 
tance measurements; and, as (*onduct- 
ance standards, .several precision resis¬ 
tors wound on flat card forms to an 
initial tolerance of better than ±0.01% 
and sealed against atmospheric effects. 

Tlie Phase Detector 

Since the detector signal is zero at 
balance, the phase-detector characteris¬ 
tics do not affect accuracy. They do, 
however, affect speed of balance. The 
Type I(i80-A Bridge u.ses a sampling, 
nr keyed, phase detector,- which ar¬ 
rives at its final output value within 
only one period of the signal frequency. 
The principle of operation is shown in 
Figure 4. The phase detector stores the 
instantaneous value of the input signal 
at a particular point in the ac cycle. 
So that the detector can .sample the 
value of the in-phase component, a 

•J. F. Ifersh, ".Accuracy, Precision, and Convonienee 
for Capacitance Measurements," General Radio Experi¬ 
menter, .AuRUSt -Septumher HWJ2. 

»K. E. Schreiner, " lliRh-Performance Demodulations 
for Servo Mechaniains." Proceedings 0 / the .Vaftonaf 
Blectrnnirs Conference, 1946. Vol 2. p 393-403. 
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Figure 4. The sampled phase detector, a. Elemen¬ 
tary block diagram, b. The error signal, EaCi re¬ 
solved into in-phase and quadrature components, 
c. The switch closes when the signal component 
reochet its peak value, d. The resulting dc output 
closely follows the peok value of the signal com¬ 
ponent as the error signal approaches xero. 



switch is closed briefly when this com¬ 
ponent reaches its peak amplitude, and 
this peak value is stored in a storage 
capacitor. The quadrature component 
is zero at this time and thus does not 
affect the voltage. The dc output of 
this type* of detector follows the in¬ 
stantaneous value very closely and 
supplies the necessary up-to-date infor¬ 
mation to the logics circuits. 


The Reversible Counter 

There are two reversible decade 
counters, one for capacitance balance, 
one for loss. Kach consists of four <^om- 
plementary flip-flops coupled together 
by gates that can arrange the circuit 
for either forward or reverse counting. 
The digital logic* by which the four 
flip-flops are used to generate a scale 
of 10 is shown in Figure 5. .\ 1-2-4-2 
coded output is supplied at a rear-panel 
connector to drive auxiliary output 
devices, such as printers, tape-punches, 
etc. 

Voltage-Adjusting NetNvork 

To balance the bridge to a null, the 
voltage on the standard eapaeitor must 
be adjustefl precisely in steps as small 
as the least significant digit, which is 

»P»tent, applied for. 


FORWARD 


REVERSE 


Figure 5. (LeFf) Feedback syitem for 
converting 16 stales of four flip- 
flops into a scole of 10. Carry 
pulses ore generoted during transi¬ 
tions from state 1 to state 0, feed¬ 
back pulses during transitions from 
state 0 to state 1. The crossed-out 
stotes do net occur but are by¬ 
passed by the feedback reset oper- 
ations. 

(Right) In the reverse direction, carry 
pulses ore generated during transi¬ 
tions from state 0 to stote 1. After 
state 8, the corry pulse from the 
first flip-flop does net reach the 
second flip-flop because of the gate, 
but it is used to set the fourth flip- 
flop to the xero stoto. 



DECIMAL 

NUMBER 

0 0 0 0 0 

I 10 0 0 

a 0 10 0 

3 110 0 

A 0 0 10 

5 t 0 I 0 

6 0 110 




DECIMAL 

NUMBER 

9 I I I I 



6 0 1(0 

5 10 10 

4 0 0 10 

3 110 0 

2 0 10 0 

I 10 0 0 

0 0 0 0 0 

9 I t I I 
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Figure 6. Resistive current«adding network used to control voitoge on standard copocitor. 


0.01% of full scale. Figure 6 illustrates 
the principle of the resistive current¬ 
adding network used for this purpose. 
The bridge voltage E is applied through 
transistor gating circuits to a series of 
weighted conductances. There are four 
conductances for each full counting 
decade, weighted in a 1-2-4-2 series to 
match the decade output code. If. for 
example, the unknown capacitor is 
1.37 /il'\ the counting decades will 
continue to operate until the transistor 
gating circuits connect conductances 
weighted 1, 0.2, 0.1, 0.01, 0.02, and 
0.04 (a total of 1.37) to the bridge 
transformer. When this condition is 
reached, a current of 1.37 units flows 
to the input of an operational amplifier 
and feedback resistor, which converts 
the current into 1.37 units of voltage 
to balance the bridge. 

The transistor gating circuits do not 
significantly affect accuracy. With the 
high-gain operational amplifier, the 
^ digital-to-analog conversion accuracy 
is determined by the re.sistors to within 
a few parts per million. 


Accuracy 

The basic accuracy of the bridge is 
±0.1% of reading for capacitance and 
conductance. In cases where this high 
accuracy is not required — in produc¬ 
tion-testing of 10% capacitors, for ex¬ 
ample — the balance speed can be in¬ 
creased by reduction of bridge sensi¬ 
tivity. A rear-panel sensitivity control 
is available for such purposes. 

No error is introduced by stray ca¬ 
pacitance if shielded cable.s are used. 
A three-terminal connection is thus 
made to the capacitors under test — 
both of the leads to the unknown being 
shielded by a grounded guard termi¬ 
nal. The stray capacitances to guard 
shunt the low-impedance ratio trans¬ 
former and detector and therefore do 
not affect the accuracy. Series resist¬ 
ance of leads, however, can cause errors 
on the highest capacitance range. The 
curves given in the specifications in¬ 
clude the effects of lead resistance up 
to 50 milliohms. 
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Figure 7. Type 1680-PI Test Fixture. 


ASSOCIATED EQUIPMENT 
Type 1680-Pl Test Fixture 

As mentioned earlier, the automatic 
bridge is an amazing time-saver even 
without auxiliary instruments. One 
operator using one automatic bridge to 
measure capacitors can replace several 
operators using manually balanced 
bridges. I'he only aiLxiliary equipment 
really needed is some means of con¬ 
necting the capacitors to the bridge 
terminals. The Type 1680-Pl Test Fix¬ 
ture (Figure 7) is ideal for this purpose. 
It includes adjustable, insulated, fast- 
action spring clips to receive the com¬ 
ponent leads and a built-in switch to 
start the balance procedure. Its top 
plate is removable so that it can be 
easily adapted to specialized contact 
arrangements. Shielded cables connect 
this jig to the bridge. Although it Is 
designed primarily for axial lead com¬ 
ponents, the jig is easily adapted to 
accept parallel-lead units. 

Automatic Input Devices 

The process of connecting capacitors 
to the bridge can be completely auto¬ 
mated. Automatic input equipment 
may be justified where the fastest pos¬ 
sible measurement rate is required or 


where capacitors are to l>e measured in 
a test environment, out of human reach. 

The scanner is the most likely in¬ 
strument for sequentially connecting 
capacitors to the bridge. This is basi¬ 
cally an electronic or mechanical switch, 
with a number of shielded leads to the 
components to be tested and a single 
pair of shielded leads to the bridge. 
Important requirements of such a 
scanner are low series contact resist¬ 
ance and low stray capacitance across 
the terminals. 

Automatic Output Devices 

Manual recording of measurement 
data can be every bit as time-consum¬ 
ing — and just as subject to error- 
as manual bridge* balancing. Fortu¬ 
nately, the technology of data process¬ 
ing has advanced to the point where 
there is a fairly wide range of reason¬ 
ably priced, relatively simple instru¬ 
ments to record data automatically. 
These include printers, tape- and card- 



Figure 8. Type 1137-A Data Printer rock-mounted 
with the outomotic bridge. 
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puiu'hes, aiuilog rcrorcltTS, typewriters, 
and magnetic-tape recorders. 

Printers 

1'he (leneral Radio Tvpk Il.‘i7-A 
Data Printer (I'igure 8) is designed for 
use with (IR digital ecpiipment. This is 
a I2-(*olumii printer, which therefore 
handles the full capacitance and dissi¬ 
pation-factor readouts (live digits each), 
with two columns left over. Since the 
printer does not print out the decimal 
point and units as they appear on the 
bridge’s visual readout, one of tlie re¬ 
maining two columns is usually used to 
indicate the range on which the bridge 
was balanc(‘d. 

Th(‘ printer is probably the simplest 
and least expensive way to record 
measurements made by the automatic 
bridge. Its disadvantage is that the 
printed tape it produces Ls not machine- 
readable, and it cannot, therefore, be 
fed into a computer for processing. 

Tape Punch 

A tape punch is the least expensive 
way to re(!ord data in machine-readable 
form. The measured values from the 
bridge are punched on the tape in 
binary-coded form, the prestmce or 
absence of a hole on the tape indicating 
a binary 1 or 0. 

Binary-coded output data corre¬ 
sponding to all digits of the bridge 
readout are presented simultancou.sly 
(i.e., in parallel) at the bridge, output 
connector. The Uipc punch, on the 
other hand, can accept and punch the 
data only one digit at a time (i.e., in 
series). I’hcrefore, a parallel-to-serial 
^ converter (sometimes called an inter¬ 
face or intercoupler) is required be¬ 
tween the bralge and the tape punch. 



Fig. 9. IBM Model Printing Summary Punch 
operating from output of automatic bridge. Ca¬ 
pacitance values are automatically punched; 
operator odds serial numbers. Also in relay rack 
are data printer and (top) intercoupler required 
for parallel-to-serial conversion. 

Cord Punch 

The punched card has many advan¬ 
tages as a data-storage device. It is 
machine-readable. C’ards can be auto¬ 
mat ictally sorted or rearranged. A single 
card, bearing complete measurement 
data on a component, can travel with 
the component. 

I'igure t) shows the bridge driving 
an IBM Model o20 Card Punch, with 
the aid of a parallel-to-serial converter. 

Analog Recorders 

In certiiin applications (in the plot¬ 
ting of temperature coefficients of ca¬ 
pacitors, for example), an analog re¬ 
cording is the most useful presenta¬ 
tion. This (ran l>e an X-^' chart or a 
strip chart, such as that produced by 
the (iR Typk 1")2I-B Graphic Level 
Recorder. Either way, a digital-to- 
analog converter is needed to translate 
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tht‘ (iigitiil output of tlu‘ bridge into a 
voltagt* analog. The 'I'veK 1 K-JCi-A Oigi- 
tal-to-Analog Converter is compatible 
with recorders made by General Radio 
and by other manufacturers. 

Digital Limit Comparators 

In almost all high-volume capacitor 
test programs, a decision immediately 
follows each measun'ment. The eapaci- 
Uir is good or not good, high(‘r or lower 
than nominal, inside or outside toler¬ 
ance. A human operator can make 
these' decisions, or they, too, can be 
handh^d automatically. A two-limit 
digital comparator can be programmed 
to indicate whether each capacitor is 
within a given set of limits, too high, 
or too low. The indication can be a 
simple set of panel lights or it can be 
in the form of relay contact closures 
used to sort capacitors into various 
bins. If the comparator is combined 
with a data printer, the latter can be 
made to print out-of-tolerance results 
in a second color. 

The limit comparator is especially 
valuable in quality-control, production 
testing, and acceptance applications, 
where it can reduce hours of work to 
minutes. One can select a group of 
components, for example, measure 
them, and thtui glance at a printed 
tape to (;heck for rejects. The tape can 
be filed with the acceptance report or 
returneil to the supplier. 

Other Output Devices 

Typewriters and magnetic tape re¬ 
corders are among the other output 
devices that can be used to record data 
from the automatic bridge. Both re¬ 
quire a parallel-to-serial converter. 

Realizing that the automatic bridge 
will more often than not be part of a 


larger measurement .system, General 
Ratlio has arrang(*d to supply (com¬ 
plete systems incorporating auxiliary 
instrumentation deseril^ed above. 

APPLICATIONS 

The automatic bridge was designed 
primarily for the rapid, automatic 
ra(?asurement of capacitance*. The fol¬ 
lowing are some* of the specific appli- 
catbns calling for such a capalulity: 

Incoming inspection 

The automatic bridge is of obvious 
value in incoming-inspection applica¬ 
tions. and especially in those involving 
many .short runs of widely differing 
values. No set-up time, no sets of 
standards are reejuired; the bridge can 
measure capacitors as fast as an oper¬ 
ator can drop them into a test jig. 

Environmental testing 

A batch of capacitors can be meas¬ 
ured over and over to determine the 
effect of aging, humidity, etc, on ca¬ 
pacitance. For such measurements, a 
scanner is useful at the input, and a 
tape or card punch at the output 

Temperature-coefficient tests 

The capacitance of a component can 
be measured as a function of tempera¬ 
ture. .Vn obvious arrangement consists 
of an X-Y plotter accepting capaci¬ 
tance data from the bridge, tempera¬ 
ture data from a thermocouple and 
preamplifier. 

Production testing 

Large quantities of capacitors can be 
presented sequentially to the bridge 
by means of a belt, reel, or other type 
of component handler. A tape or card 
punch is recommended to store data. 
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Production sorting 

A digital limit comparator, as iioUmI 
rarliiT, can la* used with the bridge to 
inspect components rapidly on a go- 
no-go basis or acrcording to programinc‘d 
tolerances. 

Other applications 

Several ingenious customers havt* 
already discovered ways to use? the 
bridge for applications other than the 
straightforward measurement of capa<*- 
ib)rs. The bridge, for instance, lH*eom(‘s 
a (*apacitance comparator if an external 
n*ference <‘apacitor is connected to the 
proper terminals on the bridge. 1'he 
bridge will then indicate the dilTer- 
ence, positive or negative, Ixitween the 
unknown capacitor and the external 
standard. This permits extra accuracy 
and resolution over some of the range, 
and it is also useful where large num¬ 
bers of capacitors must he padded U) 
a given value. As each capacitor is 
connected to the bridge, the bridge 
indicates directly the value of the re¬ 
quired padding capacitor. 

The bridge will balance not only 
for capacitors, but also for resistors, 
inductors, and complex impedances. 
When measuring resistors, the bridge* 
will automatically select the range 
and indicate the effective conductance 
((V = j/R) of the resistor along with 
its stray capacitance. For inductors, 
the indicated value will be in terms of 

a negative capacitance (C= — (2ir/)*/ 

The brhlge will balance for impedances 
betw<*en about 1 ohm and 100 megohms 
at I kc./s. This range covers most of 
the complex networks and integrated- 
c.ir<*uit values. While the tinits indi- 
catx»d on the bridge are not particularly 


convt*nient for such measurements, tol¬ 
erance-checking aiul sorting can easily 
be m*complLshed if the test limits are 
first converted into <*<piivalent cupaci- 
tan(‘e or conductance values. 

Remote-Control applications 

.Most of the front-panel controls can 
l)e operated remotely. 'Phis featun*. 
along with the digital outputs, makes 
the bridge suitable for inclu.sion in spe- 
«*ialize<l .systems for automatic sorting 
of comp<3nent8 or controlling of produc¬ 
tion processes. 

SERVICE FEATURES 

Just as surely as automatic Cfiuip- 
ment saves its u.sers money when it is 
wr)rking, it is very costly when it is 
for(*ed out (»f action for servi(*e. There¬ 
fore, we have designed into the bridge 
several features to help ki*ep “down 
time” to a minimum. All comiK)nents 
except some in the power supply are 
mounted on plug-in, ejisily replaceable 
fiberglass etched brwirils (see I'igure 
10). “Test" positions ofi, the front/- 
panel balance control allow the user 
to “walk" the bridge through the 
complicated balance logic one step at 



Figure 10. Plug>in etched boordt ore eatily re¬ 
moved for service or replacement. 
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a time t(» check operation. With this 
troubleshooting aid, a faulty circuit 
card can quickly be isolated. 

CONCLUSION 

With this, the first in a projected 
series of automatic instruments, Gen¬ 
eral Radio has combined a classic 
bridge circuit \vith modern digital con¬ 
trol techni(jues to produce the first true 
bridge that is truly automatic. The 
practical consequence of this develop¬ 


ment is the speedup, by a factor of 10 --v 
or mort^ in the measurement of capac¬ 
itors. The resulting economic advan¬ 
tage to any large-scale producer or 
user of capacitors needs no elaboration. 

— R. G. Fulks 
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^ SPECIFICATIONS 



Altaocis , 

I At 40V C/a 

At lOOU c/a 

RANGES 

Capocitance (parallel)*: 
Conductonce (parallel): 
Disftipotion Factor 
(direct reading) 
(Measured aseondvctonca) 

100 pF-lOOO uF 
0.1 /i'’^ha*1.0 mho 
0.0001-1.00 (100%) 

0 to CD 1 

1 O.OIpF-IOOmF t 

100 pmho-1.0 mho 
0.0001-1.00 (100%) 

1 0 to 00 1 

0.01 pF-IOOmF 

100 pmho-1.0 mho 
0.0001-1.00 (100%) 

0 to oo 

BASIC ACCURACY 
(8*« curvot) 

Capocitance: 

Conductance: 

Oittipofion Foctor: 

0.1% of reading 
0.1% of reading 
1% of reading 

0.1% of reading 
0.1% of reading 
1% of reading 

0.1% of reading 
0.1% of reading 
1% of reading 

SPEED OF BALANCE 
(approx) 

(Speed may be tome* 
what slower than that 
listed when dUsipotion 
foctor is measured near 
the low end of each 
range.) 

Fast Modes: 

With range chonget 

2.5 seconds 

5.0 seconds 

0.35 second 

0.6 second 

0.25 second 

0.5 second 

Tracking Modes: 

lOO-count change 
1000-count change 

1.0 second 

2.0 seconds 

11.0 seconds 

0.1 second 

0.35 second 

2.6 seconds 

0.1 second 

0.2 second 

1.1 seconds 


• For terios capacitance measurements o correction (chart supplied) can be used: If D, 

IfD, 


EFFECTS OF LEADS: There is no error introduced 
by stray capacitance if shielded cal tics are used. 
Series resistance of leads can cause errors on the 
highest range. Accuracy curves inchide the ef¬ 
fects of up ttt 50 mil of external cable. 

VOLTAGE ACROSS UNKNOWN: 1 V on lower ca¬ 
pacitance ranges, decreasing to 1 mV on highest 
range. Can be set (internally) as low as 1 /10 of 
these values with a proportionate loss in reso¬ 
lution. 

DISPLAY: Two 5-digit banks of bright-light, nu¬ 
merical indicators, with decimal points and 
units of measurement, [..amp burnout docs not 
affect instrument operation or coded output. 
Lamps can be rephuied from front panel. 

DC BIAS: Can l)e introduced from external 
source. 

12 


* 0.1 (10%), correerton « |%. 
= 0.03 (3%), correction ** 0.1%. 


REMOTE CONTROL: Start and balance controls 
(jan Ih* activated remotely by contact closures. 

OUTPUT SIGNALS 

Numerical Data: 10 digits nri> 1-2-4-2 Cixle. 
Range Code (1 to 7): 1 digit BCD 1-2-4-2 code. 

Print Command at Completion of Balance: Change 
from "I” level U) "0” level — returns to “1” 
level at end of display interval. 

Signal Levels: ‘T level, 0 V; “0" level. — 12 V; 
both witli respect to reference line, which is at 
4-0 V above cluissis ground. Impedance of lines 
= 12 kll. 

MEASUREMENT RATE: Panel control allows ad¬ 
justment of measurement rate so that display 
time between measurements is between approxi- 


,(i6T), 
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iiiatciy 0.1 and 5 b. The rate cati lie Bi‘t iiiatiuaUv 
(or reiiu»tely) at any rate compatible with bal¬ 
ance time. 

OPERATION AT OTHER MEASUREMENT PRE- 
QUENCIES: Witlt internal factory modification, 
the measurement frequencies can be cluihged 
to any frequency lietween lOU c/s and 2 kc/s. 
DIFFERENCE MEASUREMENTS: Bv the addition 
of a suitable stamlurd to terminalls provided, the 
bridge can t)c made to indicate the deviation, 
either positive or negative, from a nfjminal 
value, over part of tlie range. 

GENERAL 

Pow*r R«quir«d: 105 to 125 V, 105 to 235, or 210 
to 250 V. 50 or GO c/s, 1(K) W. Internal 120- 

CaUUog Nuntber 


cycle oscillator is locked to power line fur GO- 
cycle operation. 

Auxiliary Controlt: A rear-panel sensitivity con¬ 
trol can 1^ used to minimize balance time by a 
decrease in resolution. 

Mounting: The Aut4)inatic C'apacitance Bridge 
.\ 80 emblv consists of two components, Typk 
I( i72-A Digital Control I’nit and Typk 
Automatic Capacitance Bridge. Knd frames for 
liench mount and hardware for rack mount are 
both supplied. 

Dimantions: Panel 10 by 10*2 in (485 by 270 
mm), depth behind panel 18 in (400 mm). 

Nat Weight: 71 lb (33 kg). 

Shipping Weight: 145 lb (07 kg). 

Description I Pric^ 


1660-9701 Type 1680-A Automatic Capacitance 6ridge Ateembly $4850.00 

1680-9601 Type 1680-PI Test Fixture I 75.00 

U. 8. Patent No. 2.548.457. Patenu oppUed for. 


The agony and the ecafoty. A 
OR Type 1S51-C Sound-Level 
Meter regittert 115 dB at a 
Beatlet* concert in Sydney, Aut- 
trolio. (Photo courtesy Austral¬ 
ian Consolidoted Press Ltd.) 
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PRECISION COAXIAL CONNECTOR PAIRS 
WITH CALIBRATION CERTIFICATE 


Since the introduction of the Tvi»k 
iKX)-BT Precision Coaxial Connector in 
1903, every one of these* connectors 
has Ixjen vswn-tested before shipment. 
Connectors are tested in jKiirs at 1.5, 

з, 4,5, 0, 7.5, and 9 Gc/s and are then 
separatenJ and .sold singly, with the 
actual test specification for the pair 

и. sed as the guaranteed specification 
for the single connector. The vswr 
of tw’o connectors bought singly could 
be as high as twice that specilied for a 
single connector, even though it is 
almost certainly much lower than that. 
On the other hand, if one could be sure 


of buying the same two connectors that 
were tested together, he would effec¬ 
tively halve the guaranteed v.swr of 
the pair. For the l)enefit of those who.s<* 
applications demand exact calibration 
data or connector-pair performance 
guaranteed within the specifications of 
the IEEE Recommended Practice.* 
we are now offering pairs of Type 
90()-BT (/onnectors, together with cali¬ 
bration certificates. 

The (MKK) 9407 Connector Pair com¬ 
prises a pair of serial-numbered con- 

* ''Coaxial Microwave New*," Thr Gtnrral Radio Brperi- 
menler, February-Maroh IQflfi. 
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nectors and a certificate of compliance 
with vswR specifications. Specified 
vswR data apply whether the two 
conne(;U)rs are mated tog(‘th<* *r or 
mounted on opposite ends of low-loss, 
low-vswR lines, 10, 20, oO, or 40 cm 
long (including connectors). When the 
connectors are installed on lines of 
other lengths, the in.sertion vswr may 
differ from the calibration values. This 
is also true wht*n only one connector 
of the pair is u.sed. In practice, this dis¬ 
crepancy i.s small lHH’au.se of the excel¬ 
lent basic d(‘sign of the connector. 

Hie discontinuities in the connec¬ 
tors are small, and the connectors are 
relatively short electrically; it is tluTO- 
fore valid to connect the six calibration 
points with a continuous curve on tin* 
calibration chart (see Figure I). 

Test Procedure 

The connectors are mounted on pre¬ 
cision 50-ohm air-line sections and are 
tested by the substitution method.** 
The air linc\s, including the connectors, 
are 10 cm long and are therefore half¬ 
wave multiples at the test frequencies. 
Characteristic impedance of the air¬ 
line section is held to lietter than 
d:0.0l5%. Kxcept for the influence of 
skin effect, the impedance of a rigid 
air line is strictly a function of its 
diameters. These diameters are meas- 

»A. K. Sonilpr»oii. "A New Iliiih-Preciviot] Mrthod for 
lh»* .MwiBuriMiirni of Uit* VSWR of roaxiwt Connactora," 
iHE Tran»ni'tuot» on .l/iVrowarr Thr.ory and TffhniffUr$ 
Vul MTT-0 No rt. p 624 .VIS. 

K. S(inii<*r»nn, “.An Accuruto Substitution MrthfMl 
for .Mrasurmft thn VSWR of Coaxial ConniHtloni." The 
5/i»*rot#‘orr Journal, Vol 5. No I, Jan p ftW- 7S. 

• I. A. Harris and R. K. Spinney. "The R«>aUxation of 

lliah Frisiumicv ImiXHiance Standards (Tsina Air-Spare«l 
(’oaxial I*in«^s.’'^f’onferrnce on Precision Kleetitunaanrtic 
Measurements. National Bureau of Stamlards. Boulder. 
Colo. June (Publinatton scheduled in tSEK Tntnt- 
attion* on Inttruwunlalton and Meaturtmenl. I>ne IWU.) 



Figure 2. Use of collbrotod connoclor poir to tost 
UO adaptor pair. Elocfricat longth of comploto 
test dovico should bo multiple of 10 cm. 


ured with precision gaiigf's, whose ac¬ 
curacy is tniceable to the National 
Bureau of Standards. The total meas¬ 
urement error including repeatability 
is 0.025% at 1.5 (Ic/s, increasing 
linearly to 0.0S% at 0 (Ic/s. 

.\t lower frecpiencics, the te.st-line 
impedance deviates from 50 ohms be¬ 
cause of .skin effect. In precision appli¬ 
cations. the connectors are instalh^d on 
air-line sections similar to those on 
which the connectors were tested. 
Therefore, the .skin-effect impe<lance 
deviation does not introfhice reflec¬ 
tions in the transmis.sion-line system. 
Skin-efTect corrections are, however, 
re(|uircd for some* applications at fre¬ 
quencies below alwHit 500 Mc/s. Such 
corrections have In'cn dlscu.ssed in the 
liteniture.^ 

Applications 

The OIKX) 0407 C'onnector Pair is 
recommended for use where a mated 
pair of connectors having an accurately 
known vswu Is reejuired, where guar¬ 
anteed compliance with the pertinent 
sections of th(» IFEK Recommended 
Practice is sought, ami in the testing of 
transitions, connectors, adaptors, and 
other low-lo.ss transmission devices 
(.see Figure 2). 

— J. ZORZY 


CiitiUog No. Price 

0900-9407 Type 900>BT Precision Coaxial Connector Pair $72.00 

with Calibration Certificate 
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OPEN HOUSE 

It is our pleasure to extend to all 
Kxperimenter readers an invitation to 
attend an Open House at General Radio 
Company, Monday, June 14. One rea¬ 
son for this festivity is our fiftieth 
anniversary — which happens to fall on 
that very day. Another is the desire to 
introduce our new Bolton plant, now 
in full operation. If you can con¬ 
veniently visit us at West Concord or 


at nearby Bolton, we’d lx? very pleased 
to see you. Hours at both plants are 
10:30 .\M to 3:30 pm. 

1 964 INDEX 

The index to Volume 38 of the /s.v- 
perimenter is now available. A letter or 
postcard to General Radio at West ^ 
Concord or to one of our sales engineer¬ 
ing offices (see page 2) will bring you 
a copy promptly. 


DO WE HAVE YOUR CORRECT NAME AND ADDRESS^ame, com¬ 
pany or organization, department, street or P.O. box, city, state, and 
zip code? If not, please clip the address label on this issue and return 
it to us with corrections, or, if you prefer, write us; a postcard will do. 
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